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x-archive-meta-abstract: A ratio-recording spectroradiometer has been constructed primarily for determining the relative spectral irradiance from fluorescent lamps in the visible spectrum. Radiant flux from a test source and a comparison source is transmitted or reflected by separate diffusers. Their radiance from each diffuser is sampled alternately of the order of 100 times a second by a double prism monochromator with cam-linearized wavelength drive from 360 to 760 m�. A 14-stage multiplier phototube with S- 20 response is used with an electronic gate and integrator circuits to compare the spectral irradiances from the two sources. When the phototube outputs are unequal, a servo unit adjusts apertures in each beam to equalize them. The measured parameter is the amount of adjustment required for equalization at each wavelength. The apertures are adjusted by a cam coupled to a pen which records the ratio on a three-cycle logarithmic strip chart. The instrument requires about 8 minutes to record the spectrum at 10 m� per inch. An expanded scale of 1 m� per inch is used for evaluating the energy in the spectral lines. The speed of wavelength scan may be made inversely proportional to the unbalance signal, if desired, to provide ample time to record spectral lines accurately. Symmetry of beam treatment is demonstrated by interchanging test and comparison sources and recording the inverse ratio.
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